Py4Hou xupyprudeckum guHamometpudeckum knod Manual Torque Wrench Surgical n

py4HOU opToneau4veckmnii guHamomeTtpudeckumn kniod Manual Torque Wrench Prosthetic

NHCTpYKLUMS NO NPUMEHEHUIo

Ba)kHo: OTKA3 OT OTBETCTBEHHOCTU

[laHHBI KOMNOHEHT SBNISETCS YACTbIO OBLLEI KOHLEMLUU 1 MOXET NPUMEHSTHCS TONBbKO

C COOTBETCTBYIOLLMMI OPUMHANBHBIMM KOMMOHEHTAMM COMIACHO VHCTPYKLISM W PEKOMEHAALMAM
komnaHum Nobel Biocare. HepexkomeHayemoe nprmMeHeHe KOMNOHEHTOB CTOPOHHMX
NpOU3BOANTENEN B CO4YETAHNMM ¢ koMmoHeHTamu Nobel Biocare nprBoauT K aHHYNMPOBAHMIO
FAPAHTVN 1 APYTUX 0BSI3ATENbCTB, ABHBIX UMW MOLPA3YMEBAEMbIX, NCMOMHSIEMbIX KOMMAHMEN

Nobel Biocare. CneunanwcT, ncnonb3ytowmin komnoHeHTsl Nobel Biocare, HeceT oTBeTCTBEHHOCT 301
onpepaeneHye 1x NPUrogHOCTU ANst KOHKPETHOrO NMALMEHTA U B KOHKPETHOM KIMHNYECKOI CUTYaLMK.
Komnanus Nobel Biocare oTkasbiBaeTcsi 0T niobbix 0693aTENbCTB, SBHbIX M NOAPA3yMeBAEMbIX,

1 He HeceT OTBETCTBEHHOCTM 30 MI0BOI NPSIMOV A KOCBEHHBIN YLLEPO, ylep6, CBA3AHHLIN

C BO3MelLLieH1eM yObITKOB, MV Apyrie BUAbl yLLLep6a, BO3HWKAIOLLME BCeACTBIE NI0BbIX OLUMBOK Npu
MPUHATN NPODECCUMOHANBHBIX PELLIEHNI MW B NPOGECCUOHANBHON NPAKTUKE MPU UCMONB30BAHUN
KoMnoHeHToB komnaHun Nobel Biocare. Monb3oBaTens Takyke HeceT OTBETCTBEHHOCTb 30
perynspHoe n3yyeHue NocnefHx paspaboTok 1 U3MEHEHUI, KACAOLLMXCS KOMMOHEHTOB KOMMAHMM
Nobel Biocare 1 ux npumereHus. B criydae coMHeHuit nonb3osaTenio HeobXxoaMmMo o6paTuTLCs

8 komnaHuio Nobel Biocare. Mockonbky nprMeHeHe AaHHOrO KOMMOHEHTA HOXOAWTCS Nog,
KOHTPONEM Mofb30BATES, OH HECET OTBETCTBEHHOCTb 3 BbINOMHEHWE AAHHbIX AeVcTBUIA. KomnaHus
Nobel Biocare He npuH1uMaeT Ha cebsi 0TBETCTBEHHOCTb 30 BO3HVKQIOLLIWIA BCIEACTBIE 3TOrO YLuepb.
OBpaTuTe BHUMAHME, YTO HOCTb KOMMOHEHTOB, OMMCAHHbIX B AAHHOW MHCTPYKLWM MO NPUMEHEHWIO,
MOXEeT BbiTb Pa3peLLeHa K NPYMEHeHIo, NPeACTABEHA UM NIMLIEH3MPOBAHA ANt MPOAGXM He BO
BCEX CTPAHAX.

Onucaune

Pyutble anHamomeTpuyeckme kmoyn Manual Torque Wrench — 310 MHoropasossle pyuHble
LVHAMOMETPUYECKUE KIIOUM, UCNONb3YeMble ANsl YCTAHOBKM, 3ATSrMBAHUS UK ocnabneHus
VMMNNAHTATOB, ABATMEHTOB 1 BUHTOB abaTMeHToB NpowssofcTea komnanun Nobel Biocare
BPYYHYIO C OnpeaeneHHbIM yeunmem dukcaumm. Takxe MoryT MCMomnb30BATLCS COBMECTHO

C MHCTPYMEHTaMM A/1s u3BredeHust umnnantatos Implant Retrieval Instrument u uHctpymertamm
A9 V3BrevYeHVs BUHTOB abatMeHTa Abutment Screw Retrieval Instrument. Pyunbie
avHamoMeTpuyeckie kioun Manual Torque Wrench cocTosT 3 Tena Kiioua 1 MeTannyeckoi
Cr1LBI, KOTOPASH BBOAWTCS B TENO KIIOYA [/ YCTAHOBKM HANPAB/eHus BpaLlerms. Mprmersiemoe
yennve GUKCaLUM YKA3bIBAETCS HA LIKASE, KOrAA Pbi4ar HArpy>KeH OrpefeneHHol Harpy3Koi
(curoi). Ha wkasy HaHeCeHa MapKUPOBKA fiTsi PEKOMEHLYEMbIX 3HAUEHNI yCuins GprkcaLmm
npv rcnonb3osanuu komnorerHTos Nobel Biocare. PekomeHgyeMbie 3HavueHus ycunus

buKcaLv NpuBeLeHs! B MHCTPYKLMM MO MPUMEHEHMIO CUCTEMbI UMTIIGHTATA U UCTIONb3YEMOro
0OpTONEeANYECKOrO KOMMOHEHTA.

[ocTynHbl cnegytoLye MOAeNy pyYHoro AuHamomMeTpuyeckoro knioya Manual Torque Wrench:

*  PyuHoit xupyprudeckuin guHamometpuyeckmii kiod NobelActive Manual Torque Wrench
Surgical (ansg ncnonszosanus ¢ cuctemoit umnnaxtatos NobelActive).

*  PyuHoit xupyprudeckuin guHamometpudeckuii knod NobelReplace Manual Torque Wrench
Surgical (ans ncnonbzosarms ¢ cuctemamu nmnnaxtatos NobelReplace n NobelParallel CC).

o PyuHoli xvpypruyeckuii guHamMomeTpudeckuin kntod Branemark System® Manual Torque
Wrench Surgical (ans ncnonb3osaxms ¢ cucteMamu umnaaxtatos Branemark System®
1 Nobel Speedy).

o PyyHol xupypruieckui guHamometpudeckuit ko Manual Torque Wrench Surgical
Nobel Biocare N1™ (ans ncnonbzosanus ¢ cuctemoin umnnantatos Nobel Biocare N1™).

*  PyuHoln opToneauyeckuin aHamomeTpudeckmii knod Manual Torque Wrench Prosthetic
Nobel Biocare N1™ (anst Mcnonb3o0BaHus ¢ opToneanyeckrMm 0TBEPTKAMU, COBMECTUMbIMU
¢ cuctemont umnnantatos Nobel Biocare N1™ kak nokasaHo 8 Tabnuue 1).
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*  PyuyHoln opToneaumyeckuii grHamometpudecknin kinod Manual Torque Wrench Prosthetic (ana
MCMOSb30BAHWIS C COBMECTVMbIMI OPTOMNEANYECKUMI OTBEPTKAMM, KAK MOKA3aHo B Tabmue 1).

PyuHol xvpyprudeckuii guHamomeTpudeckuin kntod NobelReplace Manual Torque Wrench
Surgical, py4Holt xupypruveckuii optoneguyeckuii knod Branemark System® Manual Torque
Wrench Surgical v py4Holi opToneauueckuii guHamomeTpudeckuii kntod Manual Torque Wrench
Prosthetic AomKHbI COEBANHSATLCS C MMMIIAHTOBOAAMU U OTBEPTKAMU C MOMOLLBIO COOTBETCTBYIOLLIX
MepexoAHUKOB PyYHOro grHamMoMeTpudeckoro kioyda Manual Torque Wrench Adapter, koTopbii
BBOAMTCS B KIIOY. [1epexofHUKM PyHHOro ArHaMoMeTpudeckoro kntoda Manual Torque Wrench
Adapter cogepxat O-06pazsHble KOMbL, KOTOPbIE UCTONbL3YIOTCS A 6e30MACHON peTeHUMn
MHCTPYMEHTOB, YCTAHOBNEHHBIX B Kiiou. [epexogHuku u O-06pasHbie KOsbLa TAKKe [OCTYMHbI
OTZeNbHO, KAK 3AMACHBIE KOMMOHEHTI.

B TOﬁﬂV]Lle1 nepevuncneHbl 4OCTyNHbIe AUHAMOMETPUYECKNE KINoUYU U NepexofHNKN
AVHAMOMETPUYECKNX KIoYel, a TaK)Ke COBMECTHMbIE MMMIIAHTOBOAbI M/VU'IM OTBEPTKU.

Nobel
Biocare™

PyyHoi
opToneanyeckuit
AVHAOMOMETPUYECKUIA
kntoy Manual Torque
Wrench Prosthetic

MepexoaHuk py4-
HOro opToneaunye-
CKOTo AMHAMOME-
TPUYECKOrO KIloYa
Manual Torque
Wrench Adapter
Prosthetic

MawmHHas oteepTka Screwdriver Machine
Unigrip (IFU1085)

MawmHHas oteepTka Screwdriver Machine
Multi-Unit (IFU1085)

MawwwHHas oteeptka Omnigrip Screwdriver
Machine (IFU1085)

MawmrHas oteeptka On' Base Screwdriver
Machine (IFU1074)

MawwuHHas oteepTka Screwdriver Machine
Multi-unit Branemark System (IFU1085)

MawwnHHas oteepTka Screwdriver Machine
Ball Abutment (IFU1085)

Pyuroit
opToneanyeckuit
OVMHAMOMETPUYECKUI
kmoy Manual Torque
Wrench Prosthetic
Nobel Biocare N1™

MepexonHwk py4-
HOro opToneauye-
CKOTo AUHAMOME-
TPUYECKOTO KIlo4a
Manual Torque
Wrench Adapter

MawwmHHas oteepTka Screwdriver Machine
Omnigrip Mini (IFU1085)

MawwmHHas oteepTka Screwdriver Machine
Multi-Unit (IFU1085

Ta6nuua 1. PyyHble AMHOMOMeTpUYECKUe KNouK, nep TPUYECKNX Knioyei
n TUMBIE Al
JAuHamomeTpuyeckuit MepexopHuk auHa- | MHCTpyMeHTbI
Knioy MOMeTpU4EeCKOro
KJlo4a
PyuHol xupypritdeckuii MepexopHuk WmnnanTosog Implant Driver CC 3.0 28 mm

[AVMHAMOMETPUHECKWIA
ko4 NobelActive
Manual Torque Wrench

PY4HOrO XMpypru-
4ecKoro AnHaMome-
TPUYECKOTO Killoya

Surgical NOBELREPLACE®
Manual Torque
Wrench Adapter
Surgical

PyuHol xupypritdeckuit MepexopHuk

[AVHAMOMETPUYECKHIA
oy NOBELREPLACE®
Manual Torque Wrench
Surgical

PYYHOTO XUpPYpru-
4ecKoro fivHaMoMe-
TPUHECKOTO KIlloYa
NOBELREPLACE®
Manual Torque
Wrench Adapter
Surgical

(IFU1090)

WmnnanTosog Implant Driver CC 3.0
A9 y3koro a6atmenta Slim Abutment
(IFU1090)

Wmnnautosog Implant Driver CC NP
(IFU1090)

Wmnnautosog Implant Driver CC NP
ns y3koro a6atmenta Slim Abutment
(IFU1090)

WmnnanTosog Implant Driver CC RP
(IFU1090)

WmnnanTosog Implant Driver CC RP
A9 y3koro a6atmenta Slim Abutment
(IFU1090)

Mmnnautosog Implant Driver CC WP
(IFU1090)

WHCTpYMeHTbI Ang v3BneyeH s UMMNNAHTATOB
Implant Retrieval Instrument (IFU1097)
WHCTpYMeHT Ansi 3eneyeHwst BUHTA

abatmenTta Abutment Screw Retrieval
Instrument (IFUT043)

PyuHow xupyprudeckuin
[LIVHOMOMETPUYECKUI
Ko Branemark
System® Manual Torque
Wrench Surgical

MepexoaHuk pyyHo-
O XMPYPrU4ecKoro
AVHAMOMETPU-
4ecKoro Kno4a
Branemark
System® Manual
Torque Wrench
Adapt Surgical

MmnnaxTtosog Implant Driver Bmk Syst NP
(IFU1090)

WmnnaxTtosog Implant Driver Bmk Syst RP
(IFU1090)

WmnnanTtosog Implant Driver Bmk Syst WP
(IFU1090)

Py4Hol xnpypriveckmit
[LMHAOMOMETpUYeCKi
ko4 Manual Torque
Wrench Surgical

Nobel Biocare NT™

MepexoaHuk pyyHo-
O XMPYPrU4ecKoro
AVHaMOMETPU-
4eCKoro Kno4a
NOBELREPLACE®
Manual Torque
Wrench Adapter
Surgical

WmnnanTosog Implant Driver Nobel Biocare
N1™TCC NP (IFU1087)

WmnnanTosog Implant Driver Nobel Biocare
N1™TCC RP (IFU1087)

MHCprMeHTb\ ANa n3BnevyeHnsd UMNAIaHTaToB
Implant Retrieval Instrument (IFU1097)
V]HCprMeHT ANg n3BneyeHnsa BUHTa

abatmenta Abutment Screw Retrieval
Instrument (IFUT043)

Prosthetic

HasHauyenne/nokasanus k npuMeHeHuto

PyuHoii xupyprudeckuin amHamometpuyeckuii knoy Manual Torque Wrench Surgical u py4Hoit
opToneaunyeckunit AMHaMomeTpuyeckuii knioy Manual Torque Wrench Prosthetic
TpefHAsHAYeHs! 4715 YCMONb3OBAHMS A5 3ATATUBAHNS U/WK 0CNABNEHUS KOMNIOHEHTOB CHCTEMBI
VIMMJIGHTATOB € M3MEePSIEMON BENINMUUHOMN YCUINS GUKCALMN.

MepexonHukmn pyyHoro aAMHamomeTpuyeckoro kntoua Manual Torgue Wrench Adapter
ﬂpSﬂHOEHOHeH Ans NCNonb30BAHMA B KOYeCTBe MHTep¢SﬂCO Mexay AMHAMOMETPUYeCKUM KIto4YoM
N NHCTPYMEHTOM /19 3aTArnBaHns I/I/VIJ'H/I 0cnabneHnst KOMMOHEHTOB CUCTEMbI UMMIAHTATOB.

Mokazanus k npuMeHeHuo

PyuHble xupypruyeckme guHamometpuyeckue knouu Manual Torque Wrench Surgical

PyuHble xupyprvyeckue guHamomeTpudeckue knoun Manual Torque Wrench Surgical
NpefHa3Ha4eHbl ANs MCMOMb30BAHWS C UMNNAHTOBOAAMM Npoun3soacTea komnaxuu Nobel Biocare,
YTOGbI 06eCNeUNTh JOCTVKEHIE XENAEMOro yeunus GUKCaLmmy BO BpeMs YCTAHOBKW UMMAGHTATA.
Takxxe OHU NPeAHA3HAYEHbI 419 UCMOSb30BAHMS C MHCTPYMEHTAMM [/1sl U3BNEYeHs

VIMMIGHTATOB M MHCTPYMEHTAMU [15 3BNEeYeHNs BYUHTOB abaTMeHTa. PyyHoit xupypritveckuii
AvHamomeTpuyeckinin kntod Manual Torque Wrench Surgical MoxeT ncnonb3oeatbes B KayecTse
QNbTEPHATUBLI MALVHHOMY [VHAMOMETPUYECKOMY KITIOY.

PyuHoii opToneauyeckuii amHamometpudeckmii kntod Manual Torque Wrench Prosthetic
PyuHble opToneawyeckue guHamomeTpuyeckue kioum Manual Torque Wrench Prosthetic
npeaHasHaveHbl 419 NCNoNb30BAHUSA C O60TM€HTGMM W BUHTAMU 06OTMEHTOB npon3soacTea
komnatun Nobel Biocare, 4Tobbl 06ecneunTs JOCTIKEHME XKeNaeMoro yeunusa dpukcaumm

NPV YCTOHOBKE WM M3BIeYeHN abaTMEeHTA Ui BUHTA. Py4Ho opToneanyeckuii
[LMHaMomeTpuyeckuit kntod Manual Torque Wrench Prosthetic MoxeT ncnons3osatses B kavecTse
QILTEPHATVBLI MALLIMHHOMY AUHAMOMETPUYECKOMY KITIOHY.

MNepexonHukM py4yHoro auHamometpuyeckoro knova Manual Torque Wrench Adapter
MepexoaHrKkm pyYHoro arHamomeTpudeckoro koya Manual Torque Wrench Adapter
NPeAHA3HAYeHb! ANt NPUCOEAMHEHUS MMIIGHTOBOAOB, OTBEPTOK, MHCTPYMEHTOB A/1sl U3BNEYeHNs!
VIMM/IGHTATOB W MHCTPYMEHTOB A1t U3BMIEYEHNsl BUHTOB A6ATMEHTA K PYYHBIM XVPYPrinYecKiiM
AvHamoMeTpudeckm kniodam Manual Torque Wrench Surgical v pyurbiM opTonegyieckim
AMHaMomeTpuyeckmnm knosam Manual Torque Wrench Prosthetic.

nQOTVIBOI'IOKd30HMSI

MprMeHeHUe py4HbIX AMHAMOMeETpuyeckux kntovert Manual Torque Wrench npotvisonokasaHo

B CNleflyloLLMX CrlyHasx:

* Y NQUMEHTOB C MEAVLMHCKIMI NPOTUBOMNOKA3AHWSMI K BbIMOMHEHMIO XUPYPrdeckmx
CTOMATONONYECKNX BMELLIATENbCTB.

* Y NQUMEHTOB C anneprueit Uam runepyyBCTBUTENBHOCTBIO K HEPXABEIOLLIE CTANM

MeAMLMHCKOro HasHaveHus, dpriooposnactamepy PAI-Compound-9844 unu snactomepy
Klarez Compound 6230.
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3anpeLyaeTcst UCNONb30BATH PYYHO OPTONeANYeCcKUi ArnHaMoMeTpuYeckmii knod Manual Torque
Wrench Prosthetic Nobel Biocare N1™ ¢ komnoHeHTamu, koTopble TpebytoT yeunus pukcaumm
Bbilwe 20 H-cm.

MeQbI npeaoCcTopoOXXHOCTU

O6LLme Mepbl NPeAOCTOPOXKHOCTH

TecHoe B3aMMOAENCTBIE XMPYPra, OPTONEAA 1 3yGHOrO TEXHUKA KPAIHE BAXKHO ASIst YCMELIHOMO
nevyeHus ¢ NnpUMeHeHneM MMNNAHTATOB.

PyuHble xnpyprudeckue guHamomeTpudeckue ko Manual Torque Wrench Surgical v pydHble
opToneaunyeckue guHamomeTpuyeckue kioum Manual Torque Wrench Prosthetic gomxHbi
MCMOsb30BATLCS TOMBKO C COBMECTUMBIMY MHCTPYMeHTaMu 1 komnoHeHTamn Nobel Biocare.
/lcnonb30BaHye UHCTPYMEHTOB 11 KOMMOHEHTOB, KOTOPbIE He NPeAHA3HAUEHb! 4715 TPUMEHEHs!

B COYETAHMU C PYUHBIMI XVPYPIrYECKUMU AUHAMOMETpUeckuMy kniodamu Manual Torque
Wrench Surgical u pyuHbiMp opToneguyeckumMm gnHamomeTpudeckmm kniosamu Manual Torque
Wrench Prosthetic, MoXeT Np1BecTyt kK HECOCTOSITENBHOCTY VI OTTOPXKEHIIO KOMIMOHEHTA,
NOBPEXAEHWIO TKAHEN UK HeYA0BNETBOPUTENbHbIM SCTETUHECKM PE3y/bTATAM.

PekoMeHgyeTcs, YToBbI NPy MepBOM KCMOMb30BAHIN HOBOTO KOMMOHEHTA/METOAA NeveHus
NPUCYTCTBOBAS CMELMATIUCT C OMbITOM ero NpuMeHeHUs. STO NOMOXET U3BEXATb BOIMOXHbIX
ocnoxHeHui. [1ns stoit Lenu komnaxus Nobel Biocare pacnonaraeT onbiTHeIMK creLyanicTamm,
KOTOPbIE MOTYT BbICTYNATL B POSIU HACTABHWKOB NO BCEMY MUPY.

MpenonepaunoHHas noaroTosKa

Bce KOMMNOHEHTbI, UHCTPYMEHTbI U MPUHAANEXHOCTH, MPUMEHHAEMbIE B XOO€e KITMHUYeCKOro
14 ﬂO60pOTOpHOFO aTana, HeO6XOﬂ,MMO coep>kaTb B XOpoLeM COCTOAHUN 1 n3beratb
NOBPEXAEHUS MU MMNQHTATOB MW APYVIX KOMIMOHEHTOB.

OLlEHKO MCMONb30BAHUSA KOMMOHEHTO yueTeﬁ N NOAPOCTKOB He MPou3BOANIACH, U OH He
PeKoOMeHO0BAH ANs NCNONb30BAHUS Y D,QTEIZ. HpMMeHeHMe AAHHOrro MeToaa neveHns He
peKkomMeHAOoBAHO A0 TeX Mop, NoKa He 6‘/JJST NOATBEepP>XAeHO OKOHYaHWe poCTa KOCTU YentocTu
HecoBepLUeHHONeTHero nayneHTa.

Xupyprudeckuii aTan

[1ns1 ycneLuHoro niedeHis KpaiiHe BOXKHO OCYLLECTBASTL NPABUMBHBIN YXOZ, 30 CTEPUMbHBIMM
WHCTpYMEHTaMW. CTepMﬂMBGLlI/Iﬂ WHCTPYMEHTOB He TOJbKO NpeAoTBPALLaeT ONAacHOCTb NepekpecTHOro
30PAKEHVISt NALMEHTOB 11 MEPCOHAA, HO U CYLLIECTBEHHO BAMSIET HA OBLLIVE PE3YNLTATHI NIEUEHNS.
HOCKOﬂbKY KOMIMOHEHTbI UMEIOT HeGOMbLLON pasmep, cnegyeTt NposaBaTe OCTOPOXHOCTb BO
13BeXaHe UX NPOrNATLIBAHS WU BABIXAHWS NauneHToM. Lienecoo6pasHo ncnons3osate
cneynanbHble I'IpVICI'IOCO6ﬂEHM5! ANg NpefoTBpaLlleHUs BOAbIXAHNSA He3aKpenneHHbIX yacren
(Hanpumep, mapneeble candeTkun, Koddepaam, N30npyoLLIME MATEPUAIbI AN 3ALUMTSI
LbIXQTENbHbIX NyTe).

lMepeTarnBaHyie UMNAHTATA MOXKET NPUBECTM K €70 MOBPEXAEHMIO, NePesioMy U HEKPO3y
KOCTHOW TKAHMW.

[pynnbl nonb3oBareneii n nauneHToB

PyuHble xupyprudeckue guHamomMeTpudeckue ko Manual Torque Wrench Surgical v pydHble
opToneaunyeckune guHamomeTpuyeckue knoum Manual Torque Wrench Prosthetic npegHasHaveHb!
191 UCMOSIb30BAHMS CMIELMANNCTAMM B 06AACTY CTOMATONOMUM.

PyuHble xupypruveckuie guHamomeTpudeckue knioun Manual Torque Wrench Surgical v pyyHble
opToneaymyeckue aguHaMmomeTpudeckue Knoum Manual Torque Wrench Prosthetic npegHasHaveHb!
U191 UCTOSIb30BAHMS Y MALMEHTOB, KOTOPbIE MOJTY4AIOT JIEYEHUE C MPUMEHEHUEM UMMIAHTATOB.

Knunuyeckue n TBA U HEXeJdaTesibHble N YHbI! KTb!

n ap
knioyeit Manual Torque Wrench Surgical 1 py4Hbix opTonean4yeckmnx AMHAMOMETPUHECKNX
iM T A P y
PyuHble xupypruveckuie guHamomeTpudeckue knioum Manual Torque Wrench Surgical v pydHble

opToneaumyeckue auHamometpudeckue knioun Manual Torque Wrench Prosthetic ssnatotcs
KOMMOHEHTAM, MPVIMEHSIEMbIM NPV SIEYEHUM C UCTIONb30BAHMEM CUCTEMBI UMMIGHTATOB 1/Unn
KOPOHOK U MOCTOBUAHBIX MPOTE30B. B KaUeCTBE KIIMHYECKOro PesysibTaTa SIeYeHN st NALMeHTbI
MOTYT OXWAATb 30MELLEHNS OTCYTCTBYIOLLMX 3y60B 1/1 BOCCTAHOBNEHMS KOPOHOK 3yGOB.
HexenarenbHble no6ouHble 3¢ deKTbl UCMONL30BAHMS PYHHBIX XUPYPIUHECKUX
MHaMoMeTpuyeckux kntoyeit Manual Torque Wrench Surgical u pyyHbix
AvHamoMeTpuyeckux kntoyeit Manual Torque Wrench Prosthetic
Bo BpeMmsi 1Cronb30BAHMS 3TOMO KOMMOHEHTA Y NALMEHTOB C YyBCTBUTENbHBEIM PBOTHBIM
pednekcom MoXeT cpaboTaTh rMOTOYHBbIN (PBOTHLIN) pednekc.

YeenomneHue o cepbesHbIX UHUMACHTAX

VIHd)OpMﬂLlMﬂ Ona nauyeHTos, nonb3oBarenem u TpeTbnx Nuy B EEpOI‘le;ICKOM Coto3e 1 B CTPAHax
C MAGHTUYHBIM peskuMoM perynuposanus (Pernament 2017/745/EU o MeanumHcKnx nsnenusx):
eCin BO BpeM4d U1 B pe3ynbTaTte NCNob30BAHMA AAHHOIo KOMMNOHEeHTa npousoLlen CSpbe3Hbll7l
VHUMAEHT, coobLmTe 06 3TOM NPOVM3BOANTENIO 1 B KOMMETEHTHbIN OPraH roCyAapCTBEHHON
snacTu. KoHTaktHas MH¢OpMOLI,l/ISI NpPon3BOANTENS 3TOrO KOMMNOHEHTa ANng COOﬁU_LeHMQ o
Cepbe3HOM nHumaeHTe:

Nobel Biocare AB
https://www.nobelbiocare.com/complaint-form

MNYECKNX
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Mpotokon

PyuHble xupyprudeckue auHamometpuyeckue knioun Manual Torque Wrench Surgical

1. BsasucumocTy oT MCHOJ‘IbSyeMOI;I CUCTEMbI UMMIAHTATOB Bb\6eleTe COOTEeTCTB)/DOU_LI/IIZ
NEepexofHUK XMPYPriveckoro py4YHoro AnuHamomeTpudeckoro knoda Manual Torque Wrench
Adapter Surgical v BcTasbTe cooTeeTcTBYOWMI MMANaHTosog Implant Driver 8 nepexogHmk.

2. B30BMCKMOCTY OT UCTIONB3YEMOI CUCTEMBI VIMIMIAHTATOB BCTABLTE COOTBETCTBYIOLLMI
NepEexofHVIK XV1PYPrityeckoro py4YHoro auHamomeTpuyeckoro knoda Manual Torque Wrench
Adapter Surgical B py4Hoit xvpyprudeckuii guHamomeTtpudeckuin kiiod Manual Torque
Wrench Surgical. LLlenyok yKaxeT, 4To nepexofH1K YCTAHOBMEH MPABMUIbHO.

3. PyyHoit anHamomeTpuyeckmii kiniod Manual Torque Wrench Nobel Biocare N1™ gonxer
1CMoMb30BATLCS TONbKO C koMmnoHeHTamu Nobel Biocare N1™

Mpumeuanue. PyuHble xupypriveckue auHamomeTtpudeckue knour Manual Torque Wrench
Surgical Henb3s 1CMOMB30BATL C PYUHBIMU OTBEPTKAMM.

4. CTpenka Ha pyyke Ha KOHLie AMHAMOMETPUYECKOTO KITIoHd yKA3bIBAET HAMPUBIEHNe,
B8 KOTOPOM MPUMEHSETCS ycunie dukcaum (Mo YacoBow CTPesIKe MU NPOTHB YACOBOM
ctpenku). MosepHuTe pyuky, YTOGbI CTPENKa GbiNia HAMPABIIEHA MO YACOBOW CTPESIKe
nepef, dvikcaumen. MakcumanbHoe ycunve drkcaumm 0603HAUAETCS NMHKEN HA LKane.
3HaueHie MAKCYMATBHOTO YCHIUS GUKCALAM CM. B UHCTPYKLIMM MO NPUMEHEHMIO KOMMAHM
Nobel Biocare ang cooTBeTCTBYIOWEr0 UMMAIAQHTATA.

5. Coepgunute nmnnaHtosog Implant Driver ¢ umnnaHTaTom. MonoxuiTe nanew ceepxy Ha
NEePEeXoHVIK 1 OCTOPOXKHO HOAABWTE HA PbIYAT KIIOYA, He MPEBbILLAs MAKCUMATbHOE
yeunme drikcaumu (pucyHok A). 3aTaHUTE UMMIAHTAT, NOBEPHYB KoY MO YACOBOM CTPEKe,

HACKOJIbKO 3TO BO3MOXHO, @ 3ATeM OTMYCTUTE PYYKy B HAMPABIEHUW NPOTUB Yacoeomn CTpesnkn

(Ha 370 YKa3bIBAET LWYM Killo4a-TpeLLoTku). MoBTopsiiiTe 3Ty npoliefypy A0 Tex nop, noka He
ByfeT AOCTUMHYTA Xenaemasi rybuHa BeaeHs Uu MaKCUManbHoe yeunmne Grkcauum.

A

PucyHok A. NpumMeHeHne ycunus rkcaumm ans py4HoOro Xupypriuveckoro
AvHaMoMeTpuyeckoro knioua Manual Torque Wrench Surgical

Buumanme! Ecnivi cuna npunoxeHa K OCHOBHOMY KOPYCY Py“HbIX XUPYPrUHeckux
[LMHaMoMeTpuryeckix kntodeit Manual Torque Wrench Surgical, a He k pbiuary, npunosxeHHoe
ycumre GUKCaLum He MOXET BbiTb M3MepeHo. Ype3MepHOe yCurne MOXET BbI3BATb MOBLILLEHHYIO
KOMMPECCUMIO KOCTHOM TKAHU, YTO NPUBELET K ee pe30pBLMm, OCOBEHHO B CYHASX TOHKMX KOCTHbIX
CTEHOK rPeBHSI ¢ BECTUBYNAPHON/A3bI4HOM CTOPOH.

6. Tpy HEOBXOAMMOCTN MOXHO BbIKDYTUTE UMMIGHTAT, MOBEPHYB PYYHO XUPYPriecKuii
[AvHaMomeTpuyeckuii ko Manual Torque Wrench Surgical ¢ nhgukatopom Hanpaenexns
B 06pATHOM NonoXeHun (NPoOTHB “Yacosoit cTpenku) (pucyHok B). MoTaHuTe pyuxy
11 OBHOBPEMEHHO MOBEPHMTE ee TaK, YTOObI CTPESIKA YKA3bIBANA MPOTUB YACOBO CTPENKM
(pucyHok G).

PucyHok B. YcTaHOBKA py4HOr0 XVPYpriyeckoro AMHAMOMETPUYECKOTO KIlloud
Manual Torque Wrench Surgical B peBepcuBHbIi pexum

MprMeHeH1e py4HOro AABNEHWS K Pbl4ary s OTBUHYMBAHKS MNAAHTaTa (pUcyHok C).

PucyHok C. OTBUHYMBAHWE UMMAGHTATA XMPYPrUYeCKUM AUHAMOMETPUHECKUM KIIOHOM
Manual Torque Wrench Surgical B peBepcuBHOM pexxume

"

[ins drikcaumu aBaTMEeHTOB 1 BUHTOB QGATMEHTOB BCErAA HAYMHANTE C PYUYHOM GUKCaLWN

(warun 11 2) nepeA MCNoNb30BAHNEM ANHAMOMETPUYECKOTO Ktoya (warn 3 v 4).

1. [ns pyuHomn GuKcaumm yaanuTe nepexofHnk pyHHOro opToneamuyeckoro
[nHamomeTpuyeckoro knioda Manual Torque Wrench Adapter Prosthetic (pucyHok D).

D

¥

PucyHok D. CHsiTUe nepexofHUKa Py4HOro XMPYpPru4eckoro AMHAMOMETPUYECKOro Kitoyd
Manual Torque Wrench Adapter

2. BEeJ:lMTe OTBEPTKY B NepPexoAHVK N 3aTaHnTe OpTOI'IE,ELVHECKMﬁ KOMTOHEHT M0 YACOBOM CTpenke
(pucyHok E).

E

PucyHok E. CuenneHue oTBepTKM € NepexoAHNKOM PyHHOro AVMHAMOMETPUYECKOrO Killoya
Manual Torque Wrench Adapter
3. [ng duKcaumm ¢ NoMoLLbio AMHAMOMETPUYECKOTO KIlloud, BCTABLTE NEPEXOAHMNK PYHHOro
opToneanyeckoro aMHamMomeTpudeckoro kmova Manual Torque Wrench Adapter Prosthetic
C OTBEPTKOW B pyYHOM opToneauyeckuii gauHamomeTtpuieckuii kniod Manual Torque Wrench
Prosthetic. LLlenyok ykaseT, 4To NepexoaHuK ycTaHoBneH npasuinbHo (pucyHok F).

F

r

k

PucyHok F. CuenneHune nepexoAHNKa ¢ py4YHbIM AVHAMOMETPUYECKUM KITIOUOM
Manual Torque Wrench
IFU1098 011 02
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4. YBenmrecs, YTO CTPeNKA HAMPABIEHA Mo YacoBol cTpesike (pucyHok G). MonoxuTe
naneL, CBePXy Ha NePeXOfHNK U OCTOPOXHO HAAABUTE HA PbIYAT KIIOYA, HE MPeBbILLIAs
MaKCKUManbHoe ycunue dukcaunm. 3adukcnupyinTe opToneamn4eckmnin KOMMOHEHT C ycunvem
bUKCALMY, YKA3AHHBIM B MHCTPYKLIMM MO NPYMEHEHWI0 COOTBETCTBYIOLLIErO KOMMOHEHTA.

BHumanue! He npesbilaiite pekoMeHayeMoe MakCUMasnsHoe ycunne ukcaunm ans BUHTA

abatmeHTa. [NepeTarvBaHme a6ATMEHTA MOXET NPUBECTM K NepesioMy BUHTA u/uiu ero

MoBPEXAEHNIO

G

PucyHok G. O6paTtHoe HanpaeneHne MHAMKaATopa

5. Tpu HEOBXOAMMOCTI MOXHO BEIKPYTUTL OPTONEANYECKUI KOMMOHEHT, MOBEPHYB Py4HOM
opToneaunyeckuii guHamomeTpudeckuin kniod Manual Torque Wrench Prosthetic 1 oteepTky
C VIHAVIKATOPOM HANPaBIeHKs B 06paTHOM (MPOTUB YACOBOW CTPENKM) HaNpaBeHnm
(pucyHok G).

6. BpyuHyto HOLABMTE HA PbLIYAr, YTOOLI OTBUHTUTL OPTOMEANYECKMI KOMMOHEHT (pUcyHoK H).

H

PI/IC)’HOK H. OtBuHuYMBaHME opToneanyecKkoro KOMMNoHeHTa

Marepuansi

¢ PyuHolt xupyprudeckuin gnHamomeTpusdeckuii kntod Manual Torque Wrench Surgical
1 py4HOI opTONeanyeckuin auHamomeTpudeckuit kniod Manual Torque Wrench Prosthetic:
HepxkasetoLas ctans (ASTMF899).

o [lepexogHuK py4Horo AuHamomeTpuryeckoro kntoda Manual Torque Wrench Adapter
(ocHoBHOW Kopnyc): HepkaBseloLlas ctans (ASTMF899).

*  O-06pasHoe konbLo (Py4HONR XMpypruyeckuin AuHamomMeTpudeckuit knod NobelActive Manual
Torque Wrench Surgical, py4Hoit xvupyprudeckuin guHamomeTpuseckuii kntod NobelReplace
Manual Torque Wrench Surgical, py4Hoit xupyprudeckuin auHamomeTpudeckuii kinoy Manual
Torque Wrench Surgical Nobel Biocare N1™): dpnioopoanactomep PAI-Compound-9844 (USP VI).

¢ O-06pazHoe KombLo (py4HOI XMPYPrudeckuii AHamMoMeTpudeckuii knoy Branemark System®
Manual Torque Wrench Surgical): anactomep Klarez Compound 6230 (USP knacc VI).

MHQOQMGQMQ O cTepuansaumm u NOBTOPHOM UCNOJIb30BAHUU

PyuHble xvpypruyeckue auHamometpudeckue koun Manual Torque Wrench Surgical v pysHble
opToneguyeckve auHamomeTpuydeckue knioun Manual Torque Wrench Prosthetic noctasnsiotes
HECTEPUbHBIMI U NPeAHA3HAYEHbI 41 MHOTOPA30BOro UCMONb30BAHKS. [1epes Ncnonb30BaHMeM
BbIMOMHWUTE OUUCTKY U CTEPUNM3ALVI0 KOMMOHEHTA BPYUHYIO UMM GBTOMATUYECKU, CONIACHO
VHCTPYKLWW MO OYUCTKE 11 CTEPUAM3ALMN.

BHumanue! Vcnonb3oBaHyie HeCTEPUIBbHBIX KOMMOHEHTOB MOXET NPUBECTH K MHPULIMPOBAHWIO
TKaHel nan nepefaye MHGEKLMOHHOro 3a60M1eBaHNS.

PyuHble xupypruveckue guHamomeTpudeckue knioun Manual Torque Wrench Surgical v pyyHble
opToneaunyeckre grHamomeTpudeckie knioum Manual Torque Wrench Prosthetic sisnsiiotest
MHCTPYMEHTAMM MHOrOPA30BOT0 MCMOMb30BAHMS, KOTOPbIE JOMKHbI TPOBEPATLCS Mepef KK AbIM
MCMOMb30BAHMEM HO MPEAMET OTCYTCTBUS HAPYLLIEHWI LLENOCTHOCTY 1 GYHKLMOHABHOCTM.
Mepen KaxkabIM UCTIONb3OBAHMEM MPOBEPSIITE KOMMOHEHTbI HA HAMMYME MPU3HAKOB YXYALLIEHs
KQYeCTBEHHbIX XAPAKTEPUCTIK, KOTOPbIE MOMYT OFPAHWYMBATL CPOK MOSIE3HOTO UCTONb30BAHNS,
TAKUX KOK:

TPL 410098 000 06

*  OcMoTpuTe GUKCUPYIOLLIWIA PbIYAr HO NPEAMET U3rnBa B CXOLHOM MONOXKEHWN.
*  OcMOTpuTe Ha HanMyMe NPU3HAKOB BUAUMOW KOPPO3W.
*  YBenuTech, YTO KOMMOHEHTbI BXOAST B NEPEXOAHNK.

. Y6eﬂ,MT9Cb, YTO MHAMKATOP HANPAB/IEHNSA U OTBEPTKA MOMNHOCTLIO YCTAHOBMNEHbI B UCXOQHOM
NONOXXeHNN.

e YbeouTech B 4ETKOCTU IA3EPHON MAPKMPOBKM KOMMOHEHTA.

CreneHb TOYHOCTU PYHHbIX XMPYPrUYeckmx AuHaMomMeTpuyeckux knoyein Manual Torque Wrench

Surgical 1 py4Hbix opToneanyeckmx AuHaMomMeTpudeckux knodein Manual Torque Wrench

Prosthetic 3asBneHa B cnefytoLyx npeaenax:

*  PyuHoit xupyprudeckuin guHamometpuydeckmii knod NobelActive Manual Torque Wrench
Surgical: + 5 H-cMm (n3meperns npu 35 H-cm, 45 H-cm 1 70 H-cm) B Teyerne 10 net
MCMONb30BAHUS

¢ PyuHolt xupyprudeckuin guHamomeTpudeckuii kntod Branemark System Manual Torque
Wrench Surgical v pyuHoit xupyprudeckuii suHamomeTpudeckuin kniod NobelReplace
Manual Torque Wrench Surgical: = 2 H-cm npu 15 H-cm, 35 H-cm 1 45 H-cm B Teuermne 8 net
MCMONb30BAHUS

o PyuHolt xupyprudeckuin AiuHamomeTpudeckuii kniod Manual Torque Wrench Surgical
Nobel Biocare N1™: + 5 H-cm npu 70 H-cm B Teyerme 10 net ncnonb3oBaHus.

¢ PyuHoit opToneauyeckuin AHamomeTpudeckuii kntod Manual Torque Wrench Prosthetic
Nobel Biocare N1™: + 2 H-cM npw 20 H-cM B TeveHue 10 neT Mcrnonb3oBaHms.

*  PyuHoit opTonegmyeckuin auHamometpudeckuin kntod Manual Torque Wrench Prosthetic:
+2 H-cM npu 45 H-cm B Tederne 10 neT ncnonb3osaHms.

WHCTpYKUMM NO 04UCTKE U CTEPUNM3ALUN

PyuHble auHamomeTpuyeckue kntoum Manual Torque Wrench noctaensiorcs komnanuein
Nobel Biocare HeCcTepunbHbIMA U NpeAHAa3HAYeHbl AN MHOropa30BOro UCMNOJIb30BAHUS.
I'Iepe,q KQXXAbIM UCMNOJSIb30BAHMEM KOMMOHEHTbI Noanexar anHBDpMTeﬂbHDﬁ OYUCTKEe

1 CTepun1saumm nonb3oBarenem.

KoMnoHeHTbI MOXXHO 04MCTUTL BPYUHYIO UV B ABTOMATUYECKOI MOEYHOM MalunHe. 3aTeM
KG)K,U,I:II7I KOMMOHEeHT HeO6XOpMMO OTAENIbHO 3aneYyaTaTh B CTepMnMBGLWIOHHbIVI naker

1 NpoCcTepunn3oBaThb.

B cootBeTcTBUM C NPUMEHUMbBIMU MEXAYHAPOLAHBIMX CTAHOAPTAMK U PYKOBOACTBAMMK 6bi1
BANVAVPOBAHbLI Cnefytouime Nnpouecchl O4UCTKU U CTepUnm3aunm:

*  PydHas v aBToMaTH3nposaHHas ouncTka: AAMITIR 12.
o Crepunwmzauusa AAMI ST79 1 ISO 17665-1.

CornacHo EN I1SO 17664, nonb3osatens/MenUmMHCKOe yupesaeHue HeceT OTBETCTBEHHOCTb 3a

TO, 4TO6LI 06pPA6OTKA/MOBTOPHAR OBPABOTKA BHIMOMHANACH C UCMONL30BAHVEM 060PYLOBAHMS,
MATEPUASIOB 1 C Y4aCTUEM NePCOHANA, MOAXOAILLMX Afist obecneveHiist 3GHEeKTUBHOCTU
npoueccos. [nsg obecnevyerist 3pGeKTUBHOCTU MPOLIECCa 0Boe OTKIIOHEHME OT MPefOCTABIEHHbIX
MHCTPYKLMI BOMKHO GbITb MPOBEPEHO 1 YTBEPXKAEHO MNONb30BaTENEeM/MeANLMHCKUM
YUpexXaeHnem.

anMe‘lﬂHMe. B Cnyvasx, rae 3To NpUMeHnMo, HeOﬁXO,EMMO CcTporo CO6J'HO,D,OTb WHCTPYKUMK
npownssoanTens No NCNonb3oBAHUIO noboro MOKJLLLEI'O/“II/ICTNLLlEFO pacTteopa VI/VU'H/I 06OPY,ELOBOHI/IF|
¥ AONONHUTENbHbIX npmHup,nexHoc‘reh, KOTOPbIE NPUMEHAIOTCA 4Nd O4UCTKU M/MJ'II/I CyLIKN
KOMMOHEeHTA.

Mpumeyanue. Bbino NoATBEPXKAEHO, HTO PYHHOIN XMPYPTUYECKUI AMHAMOMETPUYECKUIA KITIoY
Manual Torque Wrench cnocobeH BbiepaTh AaHHbIE NPOLEAYPbI MO OYUCTKE U CTEPUAN3ALIUM.

BHumanme! TiatensHo cneflyiite YKasaHHOMY NPOTOKONY OUUCTKU.

NepeoHayanbHas 06paboTKA B MecTe UCNONb30BAHMS A0 NOBTOPHOI 06pa6oTKM
1. YTunusupyiite OQHOPA30BbIE MHCTPYMEHTbI U M3HOLLEHHbIE MHOrOPA30Bble MHCTPYMEHTbI CPasy
nocrie ncnonb3oBaHMA.

C NoMoLLbIo BNUTLIBALLIMX BYMMKHBIX CANGETOK YAANNTE 3arPs3HEHNS 1 OPraHUYecKie
OCTATKM C MHOTOPA30BbIX KOMMOHEHTOB, KOTOPbIE HEOGXOANMO NOABEPTHYTb MOBTOPHOW
obpaboTke.

3. TlpoMoiiTe KOMMOHEHTbI XONOAHOM MPOTOYHOM BOLOMPOBOLHON BOLOM.

XpaHeHWe 1 TPAHCNOPTUPOBKA/AOCTABKA B 30HY NOBTOPHOI 06pA60TKM

1. TMocne yaaneHns 3arpsisHEHNI 1 OPraHNYECKIX OCTATKOB XPAHITE KOMMOHEHTbI B KOHTElHepe,
KOTOPbIY NOAXOAMT ANS 3ALLMTLI KOMMOHEHTOB BO BPEMS TPAHCMOPTUPOBKM 1 NPEAOTBPALLIEHUS
KOHTAMUHALMW NEPCOHANA UMW OKPYXXatoLLe cpeabl.

2. BbinonHsiiTe TPQHCNOPTUPOBKY KOMMOHEHTOB B 30HY NOBTOPHOI 06PABOTKM KAK MOXHO
ckopee. Ecnn 370 HeBO3MOXHO cienaTh BLICTPO, HAKPOITE KOMMOHEHTLI BIGXHOW TKAHEBON
candeTKoi UM XPAHWTE VX B 3AKPLITOM KOHTEHEPe, 4TObbI 136eXaTh BbICHIXAHUS
3arpsi3HeHUIT N/ OPraHNYECKIIX OCTATKOB.

MpumMeuanme. Y706 06ecnednTs 3GPeKTUBHOCTL NOBTOPHOM 06PABOTKM, HAUYUHATL

npeanvicaHHble NPoLeayPbl ABTOMATU3MPOBAHHOWN I PYYHOM OUNCTKY U CYLLIKM KOMMOHEHTOB

LIS MHOTOKPATHOO NPUMEHEHMS HEOBXOAMMO B TedeHue 14aca nocne NCnosb3oBaHus.

3. Ec/nu KOMNOHEHTbI OTNPABASIOTCS HA MOBTOPHYIO 06PaBOTKY B APYroe yupexaeHue, oHm
[IOMKHbI HOXOAWTBLCS B TPAHCMOPTUPOBOYHOM WM FPY30BOM KOHTEHEPe, KOTOPbI NOAXOaNT
AN4 30WMTbl KOMNOHEHTOB BO BPEMSA TRAHCNOPTUPOBKM 1 NPeAoTBPALLEHNA KOHTAMUHALMA
NEePCOHANA WU OKPYXAIOLLIE cpefpbl.

ABTOMATU3VPOBAHHAS OYMCTKA U CYLIKA (B TOM Y1cie NpeaBapUTeNbHAS 04UCTKA)

[penBapuTensHag ouncTKa

1. PasbepwTe pyuHble AnHamoMeTpudeckme kmodn Manual Torque Wrench nepeg uncTkoi,
BbIHYB NEePexXofHVK 1 CTEPXEHb 13 KOPMyCca AVHAMOMETPUYECKOrO KiTio4d, KaK MOKA3aHO Ha
pucytke |.

PucyHok . Pas6op pyuHoro auHamometpuyeckoro kntoda Manual Torque Wrench

2. Torpysute KOMMOHEHT B YMepeHHO Tenbli pactsop 0,5% YnCTALLEero cpeacTea Ha
depmeHTHOI ocHoge (Hanpumep, Neodisher Medizym) MUHUMYM Ha 5 MUHYT.

3. C nomotubio wnpuua o6bemom 20 M 3anonHuTe npocset (npu Hanuumm) 0,5% ymepeHHo
TennbiM YACTILLMM CPEACTBOM Ha pepMeHTHOM ocHose (Hanpumep, Neodisher Medizym).

4. OuncTuTe BHELLHVE NOBEPXHOCTY MAMKOW HEMNOHOBOM LweTKol (Hanpumep, Medsafe MED-
100.33) MuHmuMym B TeueHwe 20 cekyHf, Noka He GyayT yAaneHs! Bce BUAVIMbIE 3ArPS3HEHUS.

5. OumucTnTe BHYTPEHHME NOBEPXHOCTY, MPOCBET M NOOCTH (MPU HAMMYN) C MOMOLLIO ePLUMKA
cooTBeTCTBYIOLLEro pasmepa (Hanpumep, avameTpom 1,2 Mm/2,0 Mm/5,0 MM) MUHIMYM
B TedeHue 20 cekyHg, NOKa He ByfyT yaaneHs! BCe BUAVMbIE 3arPS3HeHNS.

6. TuwiaTenbHO NPoMoiiTe BCe HAPYKHBIE V1 BHYTPEHHVIE MOBEPXHOCTY, NPOCBET v nonocTu (Mpu
HQMMYMM) XONOAHOM NPOTOYHOM BOAOMPOBOAHOM BOAOW B TeueHwe He MeHee 10 cekyHg, 4Tobbl
CMBITb BECb YNCTSLLMI PACTBOP.

7. C nomotubio wnpuua o6bemom 20 Mn npomoiite npocseT (Npu Hanuumm) 20 mn
BOAOMNPOBOAHOM BOAPI.

ABTOMATU3MPOBAHHAS OYMCTKA 1 CYLLIKA

[Mpu TecTnposaHnm komnawelt Nobel Biocare ncnonbsosanach cnefyiolias MOEYHAs MALLMHA:

Miele G7836 CD c nporpammott Vario TD.

Mpumeyanue. PekoMeHyeTCs BLINOMHATL ABTOMATU3MPOBAHHYIO OUNCTKY U CYLLIKY

C MaKCMabHoW 3arpy3koit 11 oTaenbHbIX KOMNOHEHTOB.

1. [NomecTunTe KOMMOHEHTBI HA MOAXOASLLMIA NIOTOK UKW 3arPy304HYI0 peeTky (Hanpumep,
METANNNYECKYIO PELLETYATYIO KOP3UHY).

2. 3arpysuTe KOMMOHEHTLI B MOEUHYIO MALLWHY. YBeamnTecs, 4To IOTOK MW 3arpy304HAs PeLLeTKa
HOXOLATCS B FOPU3OHTANBHOM MONOXKEHNN.

3. TpousseaunTe ABTOMATU3NPOBAHHYIO O4NCTKY. CregdytoLLye NapaMeTpsl OCHOBAHbI HA
nporpamme Vario TD MoeuHoit mawwmHsl Miele G7836 CD:

o TpefBapnTenbHAs O4UCTKA B XONOAHON BOAOMPOBOAHOMN BOAE MUHIMYM B TeYeHue
2 MUHYT.

¢« Cnus.

e OuucTka BogonposoaHoit Bogoit 1 0,5% cnaboLlenoyHbiM MOLLMM CPeACTBOM
(Hanpumep, Neodisher Mediclean) npu temnepatype He Hke 55 °C (131 °F) MuHiMym
B TeYeH1e 5 MUHYT.

¢« Cnus.
e HelTpanusaums XonogHoM AeMyUHepanM30BaHHON BOAON B TeYeHME He MeHee 3 MUHYT.
¢ Cnus.
¢ [lpoMbiBaHME XONOAHON AEMUHEPANM30BAHHON BOAON MUHVUMYM B TEHEHUE 2 MUHYT.

¢ Cnus.
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4. 3anyck uvkna cylwkm npv Temnepatype He Hke 50 °C (122 °F) MuHnmym B TedeHne 10 MuHyT.

5. Ecnmnocne UMKNa Cywkn HGGJ’HO,ELOETCF! OCTATOYHAA BNArd, BbICyLUMTE COKATHIM BO3AYXOM NN
BbITPUTE YNCTbIMU U 693EOPCOBb\MM 0AHOPA30BbIMK COJ‘Id)eTKOMV].

BusyanbHbilt ocmotp

Mocre OUUCTKM U CYLLIKI OCMOTPMTE KOMMOHEHTBI HO HAMMUME TAKUX HELOMYCTUMbIX MOBPEXAEHUI,
KaK KOPPO3Wsi, U3MeHeHMe UBeTa, fepeKTbl MOBEPXHOCTV UMM TPELLMHBI B MECTAX COEAMHEHMS,

1 COOTBETCTBYIOLLIMM 0BPA30M YTUAM3MPYITE BCE KOMMOHEHTbI, He MPOLLELLIME BU3YTSIbHbIN OCMOTP.

Py4Has oumnctka v cywika

1. PasbepuTe pyuHble ArHamomeTpuyeckie ko Manual Torque Wrench nepeg umcTkoi,
BbIHYB NepPexXofIHVIK 1 CTePXEHb 13 KOPMyca ANHAMOMETPUYECKOTO KITioyd, KaK MOKA3aHO
Ha pucyHke |.

2. Morpyaute KoMmnoHeHT B cTepunbHbii 0,.9% pacteop NaCl MuHUMYM Ha 5 MUHYT.

3. [poTpute BHELLHME NOBEPXHOCTI KOMMOHEHTA MSTKOM HEMNIOHOBOM LLETKOM MUHUMYM
B TeyeHue 20 cekyHa, Noka He ByayT yaaneHsl Bce BUAUMbIE 3ArPsi3HEHNS.

4. C NOMOLLbIO MAHAPEHd, NPUCOeAMHEHHOTO K LUNPHLY 06beMoM 20 M, NpoMoiiTe BHYTPeHHUE
NOBEPXHOCTY, NPOCBET 1 nonocTvt (Mpu Hanuumn) 20 MA yMepeHHO Tensoro YNCTALLEro
cpefcTBa Ha depmMeHTHOM ocHoBe, Hanpumep Cidezyme ASP; MmakcmarnsHas Temnepatypa
45°C (113 °F).

5. O4ucTUTe BHYTPEHHUE NOBEPXHOCTM, MPOCBET U NOMOCTW (NPY HANMYMM) C NOMOLLBIO €PLUMKA
CooTBETCTBYIOLLIEr0 pasMepa (HanpuMep, avametpom 1,2 Mm/2,0 Mm/5,0 MM) MUHIMYM
8 TeuyeHue 10 cekyHp, Noka He ByyT yAaneHsl Bce BUAUMbIE 3ArpasHEHs.

6. TwaTenbHO NPOMOTE BCe HAPYXXHbIE NOBEPXHOCTY V1 MPOCBET KOMMOHEHTA XONOAHOM
NPOTO4HOI BOLLONPOBOAHON BOLOW B TeyeHwe He MeHee 10 cekyHf, 4TOBbl CMbITb BECh
YUCTALLWIA PACTBOP.

7. TlorpysnTte KOMMOHEHT B YNIbTPA3BYKOBYIO BaHHy (Hanpumep, Bandelin; yactora 35 kly;
addexTmBHAs MoLHOCTb ynbTpassyka 300 BT), conepaluyto pactsop 0,5% yuctaiiero
cpefcTsa Ha depmeHTHoM ocHose (Hanpumep, Cidezyme ASP), n obpabaTeisaiite He MeHee
5 MuHyT npw Temnepatype He Huxe 40 °C (104 °F) v He Boiwe 45 °C (113 °F).

8. C noMoLLibio BOAOCTPYHOO MCTONETA NPOMONTE BOLOW BHYTPEHHME NOBEPXHOCTH, NPOCBET
1 MOMIOCTN PYUHbIX AMHAMOMeTpUYeckyix kioyeit Manual Torque Wrench B TeueHne He meHee
15 cekyHa,.

9. TwaTenbHO NPOMONTE BHELLHE MOBEPXHOCTU KOMMOHEHTA OUMLLIEHHOM UMK CTePUIIbHON
BOAOM B TeveHue He Meree 10 cekyHf, YTOBbI NONHOCTBIO CMbITh YMCTSLLEE CPEACTBO.

10. BbIC)/U.H/ITe KOMMOHEHTbI CKATbIM BO3A4YXOM UMK NPOTPUTE YUCTBIMU N GEEBODCOBb\MM
OAHOPA30BbIMK CGJ'Id)eTKGMM.

BusyanbHbili ocMotp

Mocre OUUCTKM U CYLLIKI OCMOTPUTE KOMMOHEHT HO HASMYME TAKMX HELOMYCTUMbIX NOBPEXAEHNN,
KaK KOPPO3Wsi, U3MeHeHMe UBETA, fedeKTbl MOBEPXHOCTY, TPELLWHBI B MECTAX COANHEHMS,

1 COOTBETCTBYIOLLIMM 0BGPA30M YTUAM3MPYITE BCe KOMMOHEHTbI, He MPOLLeLLIME BU3YASIbHbIN OCMOTP.

Crepunusaums

Mpw TecTnposaHun komnaxuer Nobel Biocare ncnons3osanucs cregytoLie napossie

cTepunusaropsl: Systec HX-320 (umnkn npegsapuTensHoro BakyymmnposaHus); Amsco Century

Sterilizer (FpPABATALMOHHBINA LWKIT).

Mpumeuanue. PekomeHayeTcs NPOBOAWTL CTEPUM3ALIMIO NPV MAKCUMANBHOW 3arpy3ke

11 KOMMNOHEHTOB, OTAENBHO 3ANEYATAHHBIX B CTEPUAN3ALMOHHBIE NAKETbI.

Buumanue! Bo Bpems cTepunmsaumm fepxuTe pasHOPOAHble METANbI OTAENBHO, YTOObI N36eXaThb

NOSIBAIEHUS KOPPO3NN.

1. PasbepuTe pyuHoi guHamomMeTpudecknit kniod Manual Torque Wrench v 3anedataiite
KO/l KOMMOHEHT B COOTBETCTBYIOLLIIA CTEPUNN3ALIMOHHBIN NAKET.

Mpumeuanue. Yoeautech, YTO CNMUA HOANEXALLMM 06PA30M YCTOHOBIEHA B FIABHOM KOpryce

py4Horo gMHamomeTpudeckoro kiova Manual Torque Wrench.

CTepunm3aLmMoHHbIN NAKeT AOMKEH OTBEYATb ClefyoLM TPeGOBAHUSM:
e ENISO 11607 n/unu DIN 58953-7.
¢ [ogxoanTb Ans cTepunusalmm napom (061a4aT TEPMOCTOKOCTbIO He MeHee 137 °C
(279 °F) 1 BocTaTo4HOM NAPONPOHNLIAEMOCTbIO).
e O6NOAaTH LOCTATOMHOM MPOYHOCTBIO, YTOBbI 3ALLUMLLATE MHCTPYMEHT OT MEXAHUYECKUX
NOBPEXAEHNI 1 COXPAHSITb LI@IOCTHOCTb.
B tabnuue 2 npreeaeHs NpruMepbl MOAXOASLLMX CTEPUNN3ALMOHHBIX KOHTEMHEPOB, NAKETOB
1 YNAKOBOK.

Te 2.P [ nakeTbl

c I/ naket

o

MeTopn

CamosaneyaTsIBaioLLMIiCcs
CTepunM3aumoHHbii naket SPSmedical

[PaBUTALMOHHBIN LK

Maker SteriCLIN®

Livikn npeasapuTensHOro BakyyMUMpOBaHHS

TPL 410098 000 06

2. YKaKuUTe Ha CTEPUNM3ALMOHHOM NaKeTe HOPMALMIO, HEOBXOAVMYIO AN NAEHTUGUKALMM
KOMMOHEHTA, HaNPUMEP Ha3BAHME KOMIMOHEHTA C APTUKYSIOM 1 HOMePOM napTuu/cepui (ecnun
37O NPUMEHNMO).

3. TlomecTnTe 3aNeYATAHHBIA CTEPUNM3ALMOHHBIN NAKET B ABTOKIIAB N CTEPUAN3ZATOP.
Y6enuTecs, 4TO CTEPUANZALMOHHbIM NAKET HAOXOAUTCS B FOPU3OHTANBHOM MOSOXKEHNN.

4. BbinonHuTe cTepunM3aLiyio KOMNOHEHTA. MOXHO 1CNOMb30BATH KAK LVIKN FPABUTALIMOHHOM
OTKAYKM BO3AYXA, TAK U LKA NPEABAPUTENBHOMO BaKYYMUPOBAHUS (BEpXHEE AMHAMUYECKOe
YAaneHne BO3fAyXa) CO CRefyoLyMmn pekoMeHayeMbiMy napameTpamu (Taénuua 3):

Tab. . P Y LMKNbI CTEp
Liukn M M M M
Temnepatypa BpeMms BpeMSst CyLLKN naBneHve
c & pe)
MPaBUTALMOHHBI 132°C (270 °F) 15 MuHYyT 20 MuHyT > 2868,2 M6ap
umkn’!
Linkn npensapu- 132°C (270 °F) 4 MUHYTBI
TEeSbHOMO BAKYYMM-
posahms '
Lvkn npensapw- 134 °C (273 °F) 3 MUHYTbI > 3042 M6ap ®
TeNbHOro BAKYYMM-
poBaHUA 2
Lnkn npegsapu- 134 °C (273 °F) 18 MUHYT
TEMNbHOMO BAKYYMM-
poBaHus 3

BanuamposaHbie Npoueccs! CTEPUAN3ALMM AN AOCTUKEHWS TAPAHTUPOBAHHOIO ypoBHS cTepuibHocTy (SAL) 106
8 cootBetcTBIN € EN ISO 17665-1.

Pekomenpaums qactu C Y3nbckoro TexHu4eckoro memopaxayma o 3popoese (WHTM) 01-01

PexomeHaauys BeemypHoi opraHnsaumm 3apasooxparenms (BO3) 8 0THOLIEHNM CTepUAN3aLMM NapoM
VIHCTPYMEHTOB C MOTEHLMANbHBIM 3arpsisHeHiiem TI3/BKS. Y6eguteck, 4To cucTeMbl yNAKOBKU 1 MOHWUTOPWHIG
(xmunseckie/Bronoruyeckie MHAMKATOPSI), UCMOMb3yeMbie NS 3TOTO LMKIA, NPOBEPEHbI HA COOTBETCTBIE 3TUM
YCnoBusiM

laBIeHMe HACBILLEHHOTO Napa Npu Temnepatype B COOTBETCTBUM C TPeBOBAHMAMU -2.
132°C 6 ENISO 17665-2.

[asnexue HacklLeHHOro napa npu Temnepatype 134 °C B cooteeTcTum ¢ TpeGosarmsmu EN 1ISO 17665-2.

Mpumeuanue. Tvn 1 NPOM3BOANTENBHOCTL ABTOKIABA MW CTEPUAN3ATOPA MOTYT NOBAUATH

HA 3GPEKTUBHOCTL MPOLIECCa CTEPUAM3ALMN. [03TOMY MEANLIMHCKUE YHPEXTEHNS [OMKHbI
NpPOBOANTbL BAMAAUMIO NPOLECCOB OYUCTKU U CTEPUNM3ALUNK NS KOHKPETHOro O6ODYROEOHMQ

1 YNPABNSIOLLMX UM OMepaTopoB. Bce aBTOKNABbI 1 CTEPUAM3ATOPSI LOMKHbI COOTBETCTBOBATL
Tpeboeanuam ctaHgaptos SN EN 13060, EN 285, EN ISO 17665-1, AAMI ST79 nnn mecTHbIx
roCyAApCTBEHHbIX CTAHAAPTOB U BANUANPOBATLCS, 0GCY>KMBATLCS U MPOBEPSTHCS B COOTBETCTBUM
C 3TUMU [JOKyMeHTaMN. HeoBXOAMMO CTPOro COBMI0AATE MHCTPYKLMM NPOU3BOANTENS ABTOKIABA
WM cTepunmusaTopa.

XQOHEHME N TeXHU4ecKoe OsCJ’Iy)KMBGHME

Mocne cTepunusaumm noMecTnTe MapKMPOBAHHbIE 1 3aNeYaTAHHbIe CTePUNN3ALMOHHbIE NAKeTbI
B Cyxoe 1 TeMHOe MeCTO. Cnenyme WHCTPYKUMSM NpousBoauTend CTepunmsaumMoHHOro nakeTa

B OTHOLLEHUKN YCJ‘IOBMIZ XPAHEHWA 1 0ATbl UCTEYEHUSA CPOKA rOAHOCTU CTEPUTN30BAHHbIX M3,D,9J'II/HZ.

XpaHeHWe 1 TPAHCNOPTUPOBKA/AOCTABKA B MECTO UCMONb30BAHUS

KoHTeiiHep 1/1nn Hapy>KHas YNAKoBKA, 1CMONb3yeMble ANs TPAHCNIOPTUPOBKY 1Y OTMPABKM
06PABOTAHHOrO KOMMOHEHTA 0BPATHO K MECTY UCMONb30BAHMS, [OMKHbI ObITb MPUrOAHBIMI
L1 3aLLMTbI 1 0BecneyeHns CTePUNbHOCTI KOMMOHEHTOB BO BPEMS TPAHCMOPTUPOBKM

C Y4eTOM YMAKOBKYM KOMMOHEHTA 1 He0BXOVIMOro NPOLiecca TPAHCMOPTUPOBKY VW [OCTABKM
(TPAHCMOPTUPOBKA MW [OCTABKA B NPEAENAX OAHOIO YUPEXAEHUS UK B APYroe yYpexaeHie)

SKcnNyaTaunoHHble Tpe6oBAHNSA 1 OrpaHUyeHus

,D,ﬂ‘;l AOCTVOKEHWNS >KeslaeMblX IKCNNYATALNOHHbBIX XAPAKTEPUCTUK MHCTPYMEHTbI ONA X1pyprum

no wabnoHam Nobel Biocare cneflyet 1cnosb3oBaTh TONLKO C KOMMOHEHTAMM, OMMCAHHBIMI

B HACTOSALEN VHCTPYKLMU N0 NPUMEHEHMIO M/UNK B MHCTPYKLMM NO MPYMEHEHMIO APYTUX
COBMECTUMbIX KOMMOHEHTOB KOMAAHUN NObel BiOCClI'e, N B COOTBETCTBUN C HO3HAYEHNEM KAXXA0ro
KOMIMOHeHTa. YTo6k! noaTeepAnTb COBMECTUMOCTb KOMMOHEHTOB, KOTOPbIe NpeAHA3HAYeHbl ANng
MCMONb30BAHUS B COYETAHMM C MHCTPYMEHTAMM 4ns xvMpyprim no wabnodam Nobel Biocare,
HeobX0AMMO NPOBEPUTL LIBETOBYIO MAPKUPOBKY, PA3MEPbI, ANVHY, TUM CORAMHEHUS 1/unu Nio6yio
MOpPKMPOBKY, HOHECeHHYO NPAMbIM CMOCcOBOM HA KOMMOHEHTBI USN UX STUKETKM.

LononHurenbHble Mmarepuanbl U Os!‘leHMe

Mepen nepBbIM UCNONL30BAHMEM HOBOTO KOMMOHeHTa Komnatiu Nobel Biocare kak HoBbIM, Tk

1 OMbITHBIM MO/b30BATENSM HACTOSITENHO PEKOMEHYeTCs MPOTY CrieLanbHoe obyyeHie.
Komnarus Nobel Biocare npegnaraet LUMpokui BeIGop 06yHaIOLLMX KYPCOB Afs CeUnanicTos

C PA3AMYHBIM YpoBHEM 3HaHUIA 1 onbita. Komnarus Nobel Biocare npeanaraet wupokwii BbiGop
0BYUQIOLLIVIX KYPCOB A5 CELMANMCTOB C PA3IMYHBIM YPOBHEM 3HAHWI 1 onbiTa. [lononHuTensHas
MHOPMaLMS LOCTYNHA Ha caiTe www.nobelbiocare.com.

Ycnoeus XPAHeHUs, UCNOJIb3OBAHUA U TPAHCNOPTUPOBKNU KOMMOHEHTOB
KoMnoHeHT cneayeT XpaHUTL U TPAHCNOPTUPOBATL B OPUIMHAIBHOM YNAKOBKE MPY KOMHATHOM
TemMnepaType B CyX1X yCNOBUSIX M 3ALLMLLATL OT BO3AEMCTBUS NPSMbIX CONHEYHbIX Ny4el.
HenpasunbHble ycnoBus XpaHeHUs 1av TpAHCMOPTUPOBKM MOTYT MOBAUSTb HA CBOVCTBA
KOMMOHEHTA V1 MPYBECTY K €70 NOBPEXAEHMIO.

Ytunusauus

ﬂOTeHLLMOﬂbHO 3arpsi3HeHHble U HenpurogHble ansa ,ELGJ'IbHeIZUJeI’O MNCNonb3oBaAHUA
MegUUVHCKNE NHCTPYMEHTbI JOSKHbBI YTUTN3UPOBATLCA KAK MeQUUMHCKME OTXOObl B COOTBETCTBUN
C Tpe6OEOHMRMM MEeCTHOro n cbe,u,epoanoro 30aKOHOAATENBbCTBA.

PO3,D,eﬂbe\PI c60p, nepepa60TKo W yTnnmn3aung ynakoBo4HOro Matepmana Ao/MHKHbI BbINOAHATLCA
B COOTBETCTBUU C TpE6OEGHVlﬂMM D,QI7ICTB)/)OUJ,9FO HAUMOHASBHOro 3aKOHOAATENbCTBA B OTHOLLEHUN
YNAKOBKU M YNAKOBOYHbIX OTXOO0B.

Undopmaliusa o npoussogurene n AUcTpubbioTOpax

MpoussoauTtens:
M Nobel Biocare AB

Box 5190, 402 26

Véastra Hamngatan 1

41117 Goteborg

Sweden (LLseuns)

www.nobelbiocare.com

PacnpoctpaHnsietcs B ABCTpanum KoMnaHueit:

Nobel Biocare Australia Pty Ltd

Level 4/7 Eden Park Drive

Macquarie Park, NSW 2113 Australia (Asctpanus)

Ten.: +611800 804 597

Pacnpoctpansiercs B Hosoll 3enaHaum KomnaHuei:
Nobel Biocare New Zealand Ltd

33 Spartan Road

Takanini, Auckland, 2105 New Zealand (Hosas 3enanaus)
TenedoH: +64 0800 441657

ce C¢€.,

Mapkuposka CE Mapkwuposka CE
L9 yCTPOWCTB [N yCTpOWiCTB
knacca | knacca Ir

MpumMeyanue. Y1061 onpeaenuTs NpUMeHUMyto Mapkmposky CE ans Kaxkaoro KOMMNOHEHTA, cM.
STNKETKY KOMMOHEeHTA.
OcHoBHas uHdpopmauus o UDI-DI

CnepytoLias TabamnLa copepsmT ocHoBHYIo UHbopmauuio o UDI-DI KOMMNOHEHTOB, OMUCAHHbIX
B 3TOM MHCTPYKLWW NO MPUMEHEHMIO.

KomnoHeHT Homep ocHosxoro UDI-DI

Py4HOI Xvpypruyeckuii AMHAMOMETPUYECKUIA KITIoY 73327470000001887P

NobelActive Manual Torque Wrench Surgical

Py4HOI XMpypruyeckmii AMHAMOMETPUYECKUIA KITIoY
NOBELREPLACE® Manual Torque Wrench Surgical

Pyu4HOM XMpypruseckuin AMHAMOMETPUYECKUI KITIOY
Brdnemark System® Manual Torque Wrench Surgical

Py4HOM XMPYpruyecknii AUHAMOMETPUYECKMIA KioY
Manual Torque Wrench Surgical Nobel Biocare N1™

PyyHolt opToneamnyeckuii guHamomeTpudeckui kniod Manual
Torque Wrench Prosthetic

PyuHolt opToneanyeckuin iuHamomeTpuyeckunin ks Manual
Torque Wrench Prosthetic Nobel Biocare N1™

MepexofgHuK pyYHOro X1PYPruyeckoro AMHAMOMETPUYECKOTO 73327470000001907A
kntoya NOBELREPLACE® Manual Torque Wrench Adapter

Surgical

MepexofHUK pyYHOro XMPYPruieckoro AMHAMOMETPUYECKOTO
kntoya Brénemark System® Manual Torque Wrench Adapt
Surgical

[MepexogHUK py4HOTO OPTOMEANYECKOro AMHAMOMETPUYECKOrO
kntoya Manual Torque Wrench Adapter Prosthetic
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CHOBQEI: CUMBOJIOB

ﬂpMBeﬂEHHble HW>Ke CUMBOJTbl MOTYT MPUCYTCTBOBATbL HA 3TUKETKE KOMMOHEHTA nnu
B COMPOBOANTENBHOMN JOKYMEHTALMM K HeMy. CM. NPUMEHNMBIE CUMBOSIbI HO STUKETKE KOMMOHEHTA
mwnn e COﬂpOEO,ELMTEﬂbHO;I AOKyMeHTaunu.

| EC [REP]

YNONHOMOYEHHbI

LOT

REF

Homep napTtumn

npefcTaBuTeNb

B Esponeiickom

coobllecTse

c € c € 2797

3nak CE Mapkwuposka
CE ¢ Homepom
HOTUOULMPOBAHHOTO
opraHa

DEHP
M3rotosneHo M3roToBneHo ¢ npume-
cnp L UK CORepXUT

COAEPXMT CnefjoBble
KonuyecTsa ranarta
DEHP

[ara npounssoacTsa

[poiiHas 6apbepHas
cuctema ans
cTepunvsaumn

«
«
PR

Bepeyb oT BNarn

MR

Be3onacHo B ycnoswsix

MCII'HI/ITHO’D@BOHOHCHO;I

ToMorpadum

NON
STERILE

HecTepunsHo

TPL 410098 000 06

cnefoBble KONMYeCcTBa
HATYPANBHOrO Kayyy-
KOBOro NaTekca

&

He noanexut
MOBTOPHOW
cTepunusauuu

Rx only

MprMeHsTL TONbKO
N0 HA3HAYEHWIO
BpaYa

Homep no katanory

(1]

CM. MHCTpyKUMio Mo
NPUMEHEHNIo

M3rotosneHo

C NPVYIMEHeHVeM 1am
COLIEPXUT CriefioBble
Konu4yectea
¢$Tanatos

[ng opHopasosoro
1CNONb30BAHUS

o+

JleyebHoe
yupexpaeHve
nnn sBpa4

symbol glossary. nobelbiocare.com

ifu.nobelbiocare. com

CcblnKa HA OHNAIH-CNI0BAPL CUMBONOB
Ha NopTane MHCTPYKLWIA MO MPUMEHeHIo

wl

MpownzBoguTens

|.|
VpeHTUPMKALMOHHBIN
HOMep NauueHTa

MeguumnHckoe
nsgenvie

[#i]

VHbopMaumoHHbIn
Be6-cant ang
nayveHToB

Brumanve!

Conepxw onacHble
BellecTsa

Hata

He MCNOMb30BATL,
ecnun ynakoska
nospexpaeHa

[l
AN
AN

Bepeyb o1
COMHEYUHbIX TTyyelt

YcnosHo 6e3onacHblit
B YCNIOBUSIX MATHUTHO-
PEe30HAHCHOW
ToMorpaduu

AnunporexHo

B

Homep naumnenta

CepuiiHblii Homep

OpauHapHas
6apbepHas cuctema
LN CTepun3aLmmn

OpauHapHas
6apbepHas cuctema
LN cTepunmsaumm

C BHyTpeHHen
30LLMTHOW YNAKOBKOM

ISTERILE[EO|

ISTERILE| R

ISTERILE| | |

CrepunnsosaHo
3TUNeHOKCAOM

W#

Homep 3y6a

RU Bce npaBa 3aLupiLeHsi.

CrepunmsosaHo
ramma-msnyyeHunemMm

YHUKANbHBIN
naeHtudukaTop
KOMMOHEHTA

CrepunusosaHo
napom unu cyxmm
Tennaom

BepxHsis rpanmua
TemMnepaTypHoro
AMaNasoHa

OpamHapHast
6apbepHas cuctema
LN CTepunmsaumn

C BHeLLUHeWN 3aLLMTHOM
YNAKOBKOW

TemnepatypHsiit
[ManasoH

Cpok rogHocTn

Nobel Biocare, norotvin Nobel Biocare 1 apyrvie ToBapHbie 3HAKM, UCMOfb3yeMble B AAHHOM
AOKyMeHTe, ABNF0TCA TOBAPHBIMW 3HAKAMW Nobel B\OCCIFE, eCnn NMHOe He yKA3aHO 1nu He cnegyet
13 KOHTEKCTA B KAXKAOM KOHKPETHOM Clyyae. V1306paskeHust KOMMOHEHTOB npueeaeHs! 6e3 yueta
MacwTaba. Bee M3o6pc|>¢<e>—<vm KOMMNOHEHTOB NpuBefeHbl UCKNIOYNTENBHO B NITIOCTPATUBHbBIX

uensax v MoryT He TO4YHO COOTBETCTBOBATHL NX dDOKTVIHeCKOMY BHeLWHeMy Buay.
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